Stage 4 Replacement Instructions

(2) Stage 4 (AC+Dl)
a When the “Autoclave Water ceee _ \—~

Quality” alarm beeps and lights

up red, unscrew the first two

Stage 4 cartridges.
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Dispose of cartridges
in regular trash

diposal

9 Slide the right Stage 4 cartridge
to the left furthest Stage 4 slot.

e Insert two new Stage 4 cartridges in the
right
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