
WATER QUALITY

ALARM

Autoclave Water

        Start date

European A.R.
Emergo Europe
Molenstraat 15
2513 BH The Hague
The Netherlands

 Sterisil, Inc.
835 S. Hwy 105 Ste. D

Palmer Lake, CO USA 80133
+1 719 622 7200

0120

Contact Sterisil to receive a
free recycling label.

GO GREEN WITH 
STERISIL!
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DIRECTIONS FOR USE

BEEPING OR SOLID RED LIGHT
-Follow these steps to rotate in new Ac cartridges
  o  From left to right, remove the �rst two cartridges and dispose of normally
o  Move third cartridge to farthest left position.

  o Install new cartridges in second and third positions.

CHECKING THE Ac SYSTEM STATUS (WATER HARDNESS)
 -On blue Water Qualitu Monitor, press On/O� button in upper right.
 -Flip white switch to Source or left position. Record reading
 -Flip white switch to DI or right position. Record reading.  This number should be less than 10.
o if DI is greater than ten, refer to the directions above for BEEPING OR SOLID RED LIGHT.

Ac Cartridge Replacement Instructions
(3) Ac Cartridges (AC-CK)
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-Follow these steps to rotate in new Ac cartridges
o  From left to right, remove the �rst two cartridges and dispose of normally
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  o Install new cartridges in second and third positions.

CHECKING THE Ac SYSTEM STATUS (WATER HARDNESS)
 -On blue Water Qualitu Monitor, press On/O� button in upper right.
 -Flip white switch to Source or left position. Record reading
 -Flip white switch to DI or right position. Record reading.  This number should be less than 10.
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1 When the “Water Quality” alarm 
beeps and lights up red, unscrew 
the two cartridges on the left. Water 
flow will stop automatically.  

2 Move the third 
cartridge to the first 
position.  

3 Install two new 
cartridges into the 
second and third 
position

Dispose of cartridges 
in regular trash 
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